T . MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
Q’. T\ STATE PUBLIC HEALTH LABORATORY
. \ﬁz; 1) BREATH ALCOHOL PROGRAM
Vo o O
e DATAMASTER MAINTENANCE REPORT [RECEJVED B0 .:.ﬂ o
By Carol Day at 2:27 pm, Oct 08, 2013 f_
Complete this reporl al the ima of the regular manthly prevenlive mainienance check {nol fo exceead 35 daysj.
Complete this repart whenever lhe instrument Is servicad or repaired and whonover It Is placed Into sarvice.
ﬂtain the original and send a copy within 15 days to the Broath Afcohol Program, DHSS.

'
A

DATAMASTER 84 NAME UF AGENCY . ”[’).ATE OF NSPECTION
950083 Troop C HQ 10/04/2013
LOCATIDN OF INSTRLMENY 1STAEET AND €Yy TUME OF INSPECIION
2620 North Shamrock Road, Jefferson Gty 15:45

| CHECKLIST: Place amark in the box by each ltem I found 10 be satisfaciory or if operaling within established limits, {Writo in observod values
wharae delormined.} Unmarked flems must ba correcied before using Instrument.

DIAGNOSTIC CHECK {PRINTOUT ATTACHED) DATE AND TIME (Irom printoul) ____ 10/04/2013 @ 15:45 __ _
[Vl COMPUTER DETECTOR
V] PROGRAM FILTERS

HEATERS SAMPLE CHAMBER _____+50°C QUARTZ STANDARD

M FLOW DETECTOR CALIBRATION

PUMP HIGH SPEED : PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER _RepCoMarkeling ____ |OT# 13001 EXP. DATE __03/07/2015__
SIMULATOR TEMP (34*C +0.2°C) . #3400°C gimuLaToR s —..DRS378 EXP. DATE ____04/15/2014

CALIBRATION CHECK ~ {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Hun threo tesis using a standard salution, All three tests must be wilhin £5% of the standard value and must have a spread of 005 or
less. Mark the box corresponding 1o the standard sofution baing used, (FRINTQUT ATTAGHED)

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.106% INCLUSIVE
[[10.080% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
[ 10.040% STANDARD - MUST READ BETWEEN 0.038% AND D.0422, INCLUSIVE

TEST 1 » 099 TEST 2 = 099 -{TESTa wr 100

PERFORM R.Ei. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 1{0-.04) 0 {.05-.09) o {10-14) o (.16.19) ¢ OVER .19 0
LIS ANY HEW PARTS AND DESCRIDE ANY ALTERATION OR MOFICATION THAT WAS MATE TO RESTORE THE HaTAUNEHT 10 OPEIATE SATISFACTORILY AND WIHIN EGTABLISHED LAra
{USE OTHER SIDK IF NECESSARY).

Cleared RAM and replaced RAM SmartSocket. Reset opticns for MoDHSS default. M2asured and adjusted voltages to electronics where necessary.
Calibrated insirument. .

INSPECTING OFFICER 0
SIGNATURE

PRINT FULL NAKE

) Y P . Dewayne D. Carver

TYPE 3 PERMIT RUMBRATXIHAZDN TRy TELESHONE HUMBER
230101 05/28/2015 {573) 751-4722

RETURN COMPLETED REPDRT TO THE: Breath Aleohol Program, MG Depariment of Maalth and Sanlar Servicas, Soultheast District Ofllce
2875 James Blvd,
Poplar Blulf, MO 63601

140 5501464 {2-C5) AN ECUAL DOPORTUMI EYAAS FIIEATIVE ACTION EWLGYIn 1ALE A
O0ES [kl G parSeorEnakary basie




REPCO MARKETING INC.

3101-188 STONYBROOK DRIVE
RALEIGH, NC. 27604
919-876.5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLER RepCo Marketmg, Inc.
LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following: _
RepCo Marketing, Inc. manufactured, tested and supphed Lot Number.
- 13001__ of Aleohol Certified Solution for simulators. Random samples of said lot -
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __1215 - gms/dl +-.003 gms/dl wt/vol ethanol (95%
Confidence). |

The alcohol and distilled water used in the solution were found to be free of

any interferring substance, -
~ This spluhor‘ produce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a-simylator

- (95% Confidence). .
The date of manufacture for this lot number is__ March 8, 2013
The explratlon date for this lot number is March 7, 2015 at
11:59 p. m,

Thjs document is a true represenz'on of the original Certificate of Analysis.

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM 02
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FACE THIS SIDE DOWN - THIS EDGE IN F[RST% FACE THIS SIDE DOWN - THIS EDGE IN FERSTV

BAC DataMaster ; BAC DataMaster
Evidence Ticket - ; _ Evidence Ticket
MISSOURT. STRATE HISHWAY FRTROL - ' ‘ hI“ﬂURI STRTE HIEHUAY PATROL
BAC DRTAMASTER SERTAL NUMEER SSAeas EAC DATAMASTER SERIAL HUMBER S5Am23
1804013 s : 186413
TERTING OFFICER: , FRREST TIME: Af:og
CRREYER/DEWAYHE-T - : _ ﬁmEWPME
OFFICER I.B.: 041 : %
FERMIT HUMBER: &3miai _ DOB: 810191 SEX: H
EXFIRATION DATE: @8-85-15 , STATESD.L.: ¥
MISCELLAMENUS DATR: - ' HEFEETIHG OFFICER
IHH YAFOR nCCE%%E? CHECK ' o
EFLO METE LOT 13061 EXF 272015 'HEFILEE I.0,0 ¥
i TESTING OFFICER:
- ”FF';,\!'I W0R MIDE ——- CARVER-DEWAYHE-D
, : OFFYCER I.D.: 0l
BLAHK TEST S - 15148 PERMIT HUMBER: 228181
IHTERNRL STAHLRRD YERIFIED  15:48 EXPIRATION DATE: 45-28-15
EXTERMAL ZTAMDART L 895 - 15148 - HISCELLAHESUS BQTH-
- ELANK TEST - B3 151 4% RFI TERT
- ERTERMAL ZTAHDARD L8932 15144
BLAMK TEST AR5 15258 -—- EREATH AMALYZIZ ~--
EXTERHAL STANDRRD 1 15:56 o .
AAAAAA BLAMK TEZT ;B8 1351 ' — BLARK TEST - B34 15153
- ek IMTERHAL STAMDARD YERIFIED 15353
M= : . SUBJECT SAMPLE B 15154
I, = .1 . . RADID INTERFERENCE
AV, = (8993 :

.
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